


Figure 1. Analysis parameters

Samples were collected from subjects who had not
knowingly been exposed to chromium. Metal-free plastic
or glass containers were used, and the samples were
acidified to a pH <2 with nitric acid immediately after
collection. Samples were stored at 4 C and analysed as
soon as possible after collection.

The reference urine was re-constituted following the
manufacturer s instructions, and acidified and stored with
the natural samples.

Standard solutions were prepared by dilution of the
master chromium standard, and contained 0.1% v/v nitric
acid. A working standard of 5.0 g/L was used.

A pooled sample of natural urine was spiked with
1.0 g/L of chromium and was used for the method
development experiments. Ridged Extended Lifetime
Cuvettes were used throughout.

Default values of most instrumental parameters were
used, as shown above. Peak area measurements were used
exclusively.

The Normal calibration method, using three standards
was used. The two lower standards were automatically
prepared from the 5.0 g/L standard using the FS95
facilities.

It was found that it was beneficial to inject the urine
samples into a pre-warmed cuvette, and then dry them at

a relatively low temperature of 70 C. This significantly
improved the precision of the measurements.

An autosampler wash solution containing 0.1% v/v of
nitric acid and 5% v/v of methanol was used to prevent
memory and organic deposits on the autosampler capillary

tip.

An ash plot for the spiked urine was automatically
generated, and showed that the chromium in the urine
sample was stable up to 1400 C. However, when the
experiment was repeated with the aqueous standard,
significant chromium losses occurred above 1200 C.

Using an ash phase of 1200 C, recovery of chromium
spikes was low and variable (table 1).

Sample Chromium found (pg/L) Recovery (ug/L)
Urine 1.692 -
Urine+0.5ug/L 2.056 0.364 (73%)
Urine+1.0pg/L 2.349 0.675 (66%)

Table 1. Recovery with 1200°C ash phase.

Adding 5mL of a 2.5% m/v magnesium nitrate
solution as a matrix modifier stabilised the chromium in
the aqueous solution to at least 1600 C, and stabilised it
in the urine up to 1500 C (figure 2).

With an ash temperature of 1500 C and the matrix
modifier, good recoveries of the spikes were obtained
(table 2), with clean, well shaped signals (figure 3).
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Figure 2. Ash plot of urine with matrix modifier.
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Figure 3. Optimised chromium signal from spiked urine sample.

Sample Chromium found (pg/L) Recovery (ug/L)
Urine 0.373 -

Urine + 0.2 pg/L 0.565 0.192 (96 %)
Urine + 1.0 pg/L 1.372 0.999 (99%)

Table 2. Recovery with 1500°C ash phase.

Twelve replicate measurements of the Seronorm sample
diluted 1+ 9 with water, a single urine sample, and that
urine spiked with 0.2 and 1.0 g/L of chromium were
performed in a single run. Each sample result was the
mean of 3 resamples.

The results from the validation experiment are
summarised in figure 4 and table 3.

The characteristic mass (the mass required to give a signal
0.0044 absorbance.seconds in area or 0.0044 absorbance
units high) for chromium measured under these conditions
was calculated from the calibration data to be 3.8pg for
the area measurement, and 1.5pg for peak height
measurement.

Sample Chronium found (pg/L) s.d (ug/L) R.S.D. (n=12)
Seronorm(1+9) 2.38 0.043 1.8%
Urine 0.373 0.027 7.3%
Urine+0.2ug/L 0.565 0.026 4.6%
Urine+1.0pg/L 1.372 0.062 4.5%

Table 3. Validation experiment results.

The natural urine sample was shown to have a
chromium content of 0.373 g/L, with a standard
deviation of 0.027 g/L. The 3 sigma detection limit for
the method is therefore 0.08 g/L.

The mean recovery of the 1.00 g/L spike was
0.99 g/L (100%), with a standard deviation of 0.06 g/L.
Recovery of the 0.2mg/L spike was 0.19 g/L (96%) with
a standard deviation of 0.03 g/L.

The Seronorm reference urine sample gave a result of
23.8 g/L after taking account of the dilution; the
Preliminary Recommended Value taken from the
manufactures certificate was 24 g/L.

No significant change in sensitivity was noted for at
least 500 atomisations; a single ELC cuvette was used
throughout the method development and validation
experiments.

| Figure4. Validation experiment results.
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A simple method suitable for the routine determination of
normal levels of chromium in urine samples is presented.
Use of matrix modification with magnesium nitrate allows
simple aqueous standards to be used for calibration, and
M6 and MQZ Zeeman background correction system
compensates accurately for the residual background signal
without introducing further errors due to emission
breakthrough effects. "Off the wall'" atomisation was
shown to be entirely suitable for this analysis, resulting in
excellent sensitivity and detection limits, while the
Extended Life Cuvettes allow the full capacity of the FS95
to be utilised.
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The method of sample treatment described in this publication should be
performed only by a competent chemist or technician trained in the use of
safe techniques in analytical chemistry. Users should acquaint themselves
with particular hazards which may be incurred when toxic materials are
being analysed and handled in the instruments, and the instrument must
be used in accordance with the operating and safety instructions given in
the Operators manual.

Although the contents have been checked and tested, this document is
supplied for guidance on the strict understanding that neither Thermo
Electron Corporation, nor any other person, firm, or company shall be
responsible for the accuracy or reliability of the contents thereof, nor shall
they be liable for any loss or damage to property or any injury to persons
whatsoever arising out of the use or application of this method.
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