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Operation of the Shandon EZ Cytofunnel®

Analyze • Detect • Measure • Control™

LOADING THE EZ CYTOFUNNEL:

1. HOLD THE FUNNEL CHAMBER WITH THE LEFT HAND,
AVOIDING THE THUMB PAD RELEASE LEVER.  GRASP
THE SLIDE SUPPORT WITH THE RIGHT HAND.

2. LOOSEN THE HINGE BY MOVING THE 2 HALVES OF
THE EZ CYTOFUNNEL BACK AND FORTH SEVERAL
TIMES.

3. FIT THE GLASS SLIDE INTO THE SLIDE SUPPORT.  

CLOSING THE EZ CYTOFUNNEL:

4. CLOSE THE FUNNEL BY FIRMLY PRESSING ON THE
FRAME AT THE LATCH POINT WHILE SUPPORTING THE
BACK OF THE FUNNEL.

5. PIPETTE CELL SAMPLES INTO THE EZ
CYTOFUNNEL/SLIDE ASSEMBLIES LOADED AND
BALANCED IN THE SEALED HEAD.

NOTE:  THE THUMB PAD RELEASE LEVER MUST NOT BE PRESSED
PRIOR TO COMPLETION OF THE CYTOSPIN® PROTOCOL.



7. PRESS THE THUMB PAD RELEASE LEVER TO OPEN
THE SLIDE SUPPORT.

UNLOADING THE EZ CYTOFUNNEL:

6. AFTER COMPLETION OF THE CYTOSPIN PROTOCOL,
REMOVE EACH EZ CYTOFUNNEL FROM THE SEALED
HEAD. 

8. REMOVE THE SLIDE AND DISCARD THE FUNNEL.
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